THE REPUBLIC OF TURKEY MINISTRY OF HEALTH
TURKISH MEDICINES AND MEDICAL DEVICES AGENCY

Certificate No : 80891
Date of Issue : 22 May 2020

CERTIFICATE OF FREE SALE

To Whom It May Concern:

It is hereby certified that the products listed in the attached schedule manufactured by "TMS
TIBBI CIHAZ IMALAT ITHALAT VE IHRACAT SANAY] TICARET LIMITED SIRKETI" (Alci
Osb Mah. Ankara Sanayi Odasi 2. Ve 3. Organize Sanayi Bolgesi 2037. Cad. . Sk. No:16/B SINCAN

ANKARA) are CE marked in accordance with Medical Device Directives and are freely sold in
Turkey.

This certificate is issued to be given to the relevant competent authorities of other countries

and is valid for 36 months from the date of issuc.

The products listed in the attached schedule are registered from the date of issuance of this
certificate and information about the current status of these products is accessible through

https://utsuy Uulama saelik.gov tr/UTS/vatandas#/vatT1bb1C1hazL1stele
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E{“ \_h
«?»-Asun' HOCAOGLU

H{zad of Médical Devxép
Registration\and"Coordination Department
r’l

p,

Tiirkiye llag ve Tibbi Cihaz Kurumu 06520 Cankaya-Ankara-TURKIYE
Tel:+90312 218 33 33 Faks: +90 312 218 30 59 http:\www.titck.gov.tr
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PRODUCT SCHEDULE

Barcode Brand Label Name Referance No/ | GMDN Code
Version/Model
TMS Tibbi )
8698887090058 Cihaz Anesthesia device Maxi 2200 47769 B
Isoflurane Vaporizer Fill
8698887090652 | TMS Adapter for Anesthesia Yok 36890
devices
8698887093011 | TMS Rotary Button for anesthesia |\, 37710
devices
8698887093059 | TMS Processor Board for Yok 37710
anesthesia devices
D30mm Female Connection
8698887090447 T™MS Connector for anesthesia Yok 42988
devices
8698887093189 | TMS Annual Care Kit for Yok 37710
anesthesia devices
8698887092977 | TMS Driver Gas Hose for Yok 34849
anesthesia devices
8698887090522 | TMS Aspiration Adjustment Valve | 44809
for Anesthesia devices
8698887092885 | TMS Brake System for Anesthesia | 37710
Devices
8698887090324 [TMS Inspiratory-Expiratory Valve | Yok 34851
Disc for anesthesia devices
TMS Tibbi TMS Point MR
8693887090140 Cihaz Anesthesia device Compatible S
8698887093035 | TMS zaf‘?ty Valve for anesthesia |y 37710
evices
8698887093066 TMS Canister Care Kit for Yok 37710
Anesthesia devices
TMS Tibbi
8698887092052 Cihaz Flow Meter FM-1000 42549
8698887090300 | TMS Canister Jar for Anesthesia |y, o 37710
devices
8698887090775 | TMS Flow Sensor (Inpiration) for |, 42549
anesthesia devices
8698887093080 | TMS Bellows Jar Gasket for Maxi |, 37710
series anesthesia devices i — J
e
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Halothane Vaporizer F illing
8698887090645 |TMS Adapter for Anesthesia Yok 36891
devices B
Canister Top Gasket for |
8698887090119 T™S Maxi series anesthesia Yok 37710
devices
Sevoflurane Vaporizer
8698887090669 | TMS Filling Adapter for Yok 36980
Anesthesia devices
8698887092601 | TMS Water Trap for anesthesia || 37710
devices
Oxygen (02) Flowmeter
8698887090621 |TMS Tube (0-10 L) for anesthesia | Yok 42549
devices
8698887093141 TMS Pop Off (Pull) Valve for Yok 37710
anesthesia devices
8698887092335 (lei\ﬁ:’zmb‘ TMS Heat Probe YOK 33586
8698887093134 T™MS On Off Valve for anesthesia | Yok 35375
devices
Canister Top Gasket for
8698887090348 TMS Future series anesthesia Yok 37710
devices
TMS Tibbi
8698887090584 Cihaz Flow Meter FM-2300 42549
8698887093158 | TMS Power Supply for Anesthesia |\, 36545
devices
8698887090423 | TMS D30mm Exhaust Connection Yok 34849
_ Hose for Anesthesia devices
TMS Tibbi .
8698887090034 Cihaz Anesthesia device Maxi 2300 47769
Porcelain Disc (L.amdisk) for
8698887092922 T™S Future series anesthesia Yok 37710
devices
TMS Tibbi )
8698887090072 Cihaz Anesthoti¥ B Maxi 2100 47769
TMS Tibbi
8698887092021 Cihaz Anesthesia device TMS Future FX (47769
Bellows Jar Gasket for
8698887090126 TMS Future series anesthesia Yok 37710
devices
8698887090737 | TMS Pediatric Bellows Anesthesia |y, 34851
Ventilator for Maxi series
anesthesia devices _ i
Asum HOCAOGLV, Ph.D.
Head of Medical Device
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TMS Tibbi
8698887092 ) -
7092069 Cihaz Flow Meter FM-5000 42549
Triple Back-Bar
8698887090690 | TMS (Selectateck) System for Yok 37710
anesthesia devices
Canister Bottom Gasket for
8698887091215 T™MS Future series anesthesia Yok 37710
| devices
8698887092953 TMS Pin .Index Kit for anesthesia Yok 37710
devices
8698887090287 gli\}/lISZlebl CO2 absorber / Canister TM-K 50 37022
System
8698887090386 | TMS Bag-Vent Valve for Yok 37710
| anesthesia devices
8698887090171 | TMS Spirometer Set for ancsthesia | |, 37710
devices
TMS Tibbi
8698887090591 Cihaz Flow Meter FM-2200 42549
Silicone Disk (Lamdisk) for
8698887091222 TMS Maxi series anesthesia Yok 37710
devices
8698887092946 | TMS Anesthesia Ventilator Yok 37710
Bellows for Future series
anesthesia devices
8698887093004 | TMS Pressure Sensor Board for |, © 36849
ancsthesia devices
8698887092878 | TMS Data Cable for Anesthesia | 33878
Devices
Canister Middle Gasket for
8698887090355 TMS Maxi series anesthesia Yok 37710
devices
8698887090379 | TMS g‘PL Valve for anesthesia |, 35375
evices
8698887090607 | TMS Oxygen Flowmeter Tube (0- | Yok 42549
1 Lt) for anesthesia devices
8698887093127 | TMS Oxygen Sensor Cable for |y, 13538
Anesthesia devices
Anesthesia Ventilator
8698887090744 | TMS Pediatric Bellows Yok 34851
Connection Adapter for
anesthesia devices
8698887092762 g?ﬁ:znbb‘ TMS IBP Cable YOK 33586
Asim HOCAOGLU, Ph.D.
Head of Me cakDevice
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TMS Tibbi | TMS IBP Pressure
8698887092496 Cihaz Transducer YOK 35927
8698887092939 | TMS Lamdisk Cover for Yok 37710
anesthesia devices
Corruge Hose A /S 150cm
8
698887091802 | TMS 22mm dia for ancsthesia Yok 37021
devices
8608887000409 TMS Tibbi | Anesthetic Gas Evacuation AGS-500 34849
Cihaz System
8698887090331 | TMS Cover O-Ring for anesthesia | Yok 37710
devices
8698887092984 | TMS Pressure Manometer for |, 42549
Anesthesia devices
Anesthesia Ventilator Adult
8698887090706 T™S Bellows for Maxi series Yok 37710
anesthesia devices
8698887090683 | TMS Dual Back-Bar (Selectateck) |, 37710
System for anesthesia
devices
8698887090294 (le\ﬁs T5I | 002 absorber / Canister | TM-K 508 37022
Az system
Corruge Hose A /S 107cm
8698887091819 ™S 22mm dia for anesthesia Yok 37021
devices
8698887090713 | TMS Anesthesia Ventilator Adult |y, 37710
Bellows Jar for Maxi series
anesthesia devices
8698887090454 | TMS D30mm Male Connection |, 1 42988
Connector for anesthesia
devices
8698887092854 | TMS dCO.2 Module for anesthesia |, \ 37710
| evices
8698887092915 | TMS Jar Filter (Sponge) for Yok 37710
anesthesia devices
8698887093028 TMS Exhaust Connector for Yok 42988
anesthesia devices :
V/Q"‘,}@-!-’i;\‘:”.i 'v s '\.E
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Corruge Hose A /S 27cm
8698887091826 TMS 15mm dia for anesthesia Yok 37021
devices
TMS Tibbi
8698887092755 X
Cihazlar TMS Spo2 Sensor Reusable YOK 37808
Canister Bottom Gasket for
8698887090362 TMS Maxi series anesthesia Yok 37710
devices
8698887093110 | TMS Monitor Arm for ancsthesia |y, 37710
devices
Nitrogen Protoxide (N20)
86988
8887090614 |TMS Flowmeter Tube (0-10 Lt) Yok 42549
for anesthesia devices
Active Exhaust Waste Gas
8698887090492 | TMS System Body for anesthesia | Yok 34849
devices
8698887090782 | TMS Flow Sensor (Expiratory) for | Yok 42549
anesthesia devices
Single Back-Bar
8698887090676 |TMS (Selectateck) System for Yok 37710
anesthesia devices
Anesthesia Ventilator
8698887090720 | TMS Pediatric Bellows Jar for |, \ 37710
Maxi series anesthesia |
devices
8698887092083 g\ﬁ::‘bb‘ TMS ECG Cable YOK 35562
TMS Tibbi '
8698887090577 Cihaz Flow Meter FM-2500LF | 42549
Passive Exhaust Waste Gas |
8698887090393 | TMS System for Anesthesia Yok 34849
devices ’
8698887093165 |TMS Selectateck O-Ring Set for | Yok 37710
anesthesia devices |
8698887093042 | TMS glus.h System for anesthesia | | } 37710
evices
8698887092007 | LMS Tibbi Multiparameter Patient TMS FX1 33586
Cihaz ;
Monitor
8698887091994 | IMSTIbbI |y 1 i arameter Patient TMS FX2 33586
Cihaz ;
Monitor
8698887093073 TMS Yok 34851
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Anesthesia Ventilator
Pediatric Bellows
Connection Adapter for
anesthesia devices
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End of Product Schedule
22 May 2020
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